
[image: image1.wmf]DOD Medical and Dental Treatment Facilities Design and Construction Criteria, 

MIL

-

HDBK

-

1191, paragraph 11.10, dated 15 October 1997, states that a visual 

and/or audio

-

visual nurse call system (IAW ANSI/IEEE Standard 602

-

1986) shall 

be provided in all medic

al treatment facilities.  Hospitals 

must

 have nurse call 

systems in the following areas and they must be connected to the emergency 

power system:  nursing units (e.g., medical/surgical, ob/gyn, pediatrics, 

neuropsychiatric, ICU, and CCU), surgical suite, d

elivery suite, nursery, 

emergency clinic, and radiology.  A nurse call system with limited capabilities 

may

 be provided for patient care rooms in freestanding medical and dental clinics.

 

     

 

Guidelines for the Design and Construction of Hospital Healthca

re Facilities, AIA 

Academy of Architecture for Health, 1996

-

1997, require a nurse call system in 

areas where patients are "subject to incapacitation."  The JCAHO recommends that 

if there is any question if a nurse call system is needed in an area, the orga

nization 

should conduct a risk assessment.  Factors such as patient population, treatments 

rendered, and operability of the bathroom should be considered during the 

assessment.
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DOD Medical and Dental Treatment Facilities Design and Construction Criteria, MIL-HDBK-1191, paragraph 11.10, dated 15 October 1997, states that a visual and/or audio-visual nurse call system (IAW ANSI/IEEE Standard 602-1986) shall be provided in all medical treatment facilities.  Hospitals must have nurse call systems in the following areas and they must be connected to the emergency power system:  nursing units (e.g., medical/surgical, ob/gyn, pediatrics, neuropsychiatric, ICU, and CCU), surgical suite, delivery suite, nursery, emergency clinic, and radiology.  A nurse call system with limited capabilities may be provided for patient care rooms in freestanding medical and dental clinics.


Guidelines for the Design and Construction of Hospital Healthcare Facilities, AIA Academy of Architecture for Health, 1996-1997, require a nurse call system in areas where patients are "subject to incapacitation."  The JCAHO recommends that if there is any question if a nurse call system is needed in an area, the organization should conduct a risk assessment.  Factors such as patient population, treatments rendered, and operability of the bathroom should be considered during the assessment.



